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Executive  Summary 


Recent  advances  in  biomechanics  have  the  potential  to  assist  in  the  reduction  of  overuse 
injuries  in  the  military.  The  three  major  components  for  this  effort  are:  1)  a  predictive  overuse 
injury  model,  2)  a  portable  sensor  to  measure  the  primary  input  of  the  model — aground  reaction 
forces,  and  3)  analysis  of  data  from  personnel  undergoing  military  field  exercises.  This  work 
evaluates  the  F-scan  system  as  a  potential  sensor,  specifically,  its  inability  to  accurately  meas¬ 
ure  ground  reaction  forces.  Modifications  to  make  the  F-scan  system  portable  have  been  docu¬ 
mented  in  another  report  (Sih  2001). 

The  F-scan  system  (Tekscan,  Inc.,  Boston,  MA)  is  a  small  in-shoe  sensor  that  measures 
plantar  pressure  distribution  using  a  thin  disposable  sheet  composed  of  an  array  of  pressure 
sensing  elements  or  senseis.  Previous  studies  have  found  that  while  the  F-scan  system  is  capa¬ 
ble  of  accurately  recording  relative  pressures,  errors  up  to  62%  in  total  load  are  possible  (Luo  et 
al.  1998;  Sumiya  et  al.  1998).  For  example,  using  data  from  a  mihtary  boot  study  (Harman  et 
al.),  unacceptable  errors  in  the  F-scan  system  were  found  when  compared  to  a  force  platform 
(37±29%  error  at  3  selected  points  dviring  the  walking  cycle). 

This  study  examined  the  sources  of  error  hy  analyzing  the  currently  prescribed  calibration 
method,  characterizing  the  sensor  both  in  and  out  of  a  shoe,  and  studying  the  long-term  dura- 
bihty  of  the  sensor.  Because  the  sensor  exhibits  viscoelastic  properties,  part  of  the  analysis  in¬ 
volved  fitting  a  standard  linear  solid  (SLS)  model  to  the  results.  It  is  believed  that  this  is  the 
first  time  the  F-scan  system  has  been  modeled  as  a  viscoelastic  material. 

In  this  study,  the  creep-Uke  behavior  of  loaded  senseis  caused  calibration  errors  that 
contributed  to  total  load  errors  exceeding  30%  during  walking  and  running  trials.  However, 
sensor  output  was  consistent  from  trial  to  trial.  Isolating  the  sensor  outside  the  shoe,  the  F-scan 
system  behaved  most  similar  to  a  spring  during  walking  with  the  largest  errors  occurring 
during  mid-stance,  when  the  partial  imloading  of  bod3weight  resulted  in  sensor  output  that  was 
lower  than  expected  for  an  ideal  spring.  When  the  sensor  was  placed  in  the  shoe,  using  the  iso¬ 
lated  sensor  spring  coefficient  reduced  errors  but  did  not  improve  sensor  accuracy  to  acceptable 
levels.  Thus,  the  surface  conditions  inside  the  shoe  had  altered  the  F-scan  sensor  properties. 
However,  using  a  set  of  coefficients  derived  from  an  in-shoe  sensor  under  a  wide  range  of  gait 
speeds  resulted  in  an  SLS  model  that  can  reasonably  approximate  the  plantsu:  forces  from  an  F- 
scan  sensor  output.  Compared  to  Tekscan’s  prescribed  calibration  method,  mean  error  was 
reduced  from  31%  to  11%  using  the  SLS  model. 

Sensor  longevity  was  also  investigated  and  the  results  suggest  that  overuse  causes  the  gap 
between  the  two  load-bearing  surfaces  of  a  sensei  to  collapse.  Once  this  occurs,  the  sensor  no 
longer  returns  to  zero  output  under  zero  load.  The  amount  of  time  before  the  sensor  becomes 
dysfimctional  varies  from  sensor  to  sensor  but  it  may  be  possible  to  develop  models  and  criteria 
to  account  for  the  changes  in  the  sensor  before  breakdown. 

The  results  of  this  study  indicate  that  the  accuracy  of  the  F-scan  system  is  compromised  by 
its  viscoeleistic  behavior,  causing  errors  during  calibration  and  data  collection.  Applying  a  prop¬ 
erly  calibrated  standard  linear  solid  model  to  the  F-scan  output  substantially  reduces  the  error. 
This  reduction  may  allow  the  collection  of  ground  reaction  forces  accurate  enough  for  predicting 
overuse  injuries.  The  next  step  should  be  additional  studies  to  confirm  these  results  and  to 
increase  the  complexity  of  the  standard  hnear  solid  model  to  fiuther  improve  on  the  F-scan 
accuracy. _ 
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Introduction 


A  biomechanic  analysis  to  aid  in  the  reduction  of  overuse  injuries  in  the  military  re¬ 
quires  a  portable  force-recording  device  capable  of  measuring  the  ground  reaction  forces 
(GRF’s)  on  the  feet  during  different  movements.  Currently,  GRF’s  are  used  to  estimate 
many  biomechanic  variables  that  may  be  important  in  overuse  injuries  including  energy 
expenditure,  joint  reaction  forces,  and  muscle  loads.  Force  platforms  have  traditionally 
been  used  to  measiu*e  GRF’s  because  of  their  high  loading  range  and  accuracy  as  well  as 
their  fast  response  time.  However,  force  platforms  are  expensive  and  large,  requiring  a 
permanent  or  semi-permanent  facility  for  a  proper  setup.  Thus,  most  biomechanic  analyses 
involve  data  collected  from  a  laboratory  in  a  controlled  setting  and  complex  movements 
such  as  those  involving  stairs,  hills,  and  climbing  have  yet  to  be  studied  in  detail  outside 
the  laboratory.  The  force  platform/laboratory  setting  has  also  limited  the  biomechanic 
contribution  to  longer-term  studies  such  as  the  analyses  of  daily  activities,  exercise  regi¬ 
ments,  and  footwear  because  measuring  GRF’s  for  long  periods  in  different  environments  is 
impractical  with  the  force  platform.  Thus,  to  study  overuse  injuries  over  a  wide  range  of 
movements  there  is  a  need  for  a  portable  sensor  that  can  measure  and  record  GRF’s  easily 
with  a  minimal  hindrance  to  the  subject.  If  such  a  system  can  be  developed,  it  has  the  pos¬ 
sibility  of  replacing  the  force  platform,  allowing  the  detailed  analysis  of  the  biomechanic 
causes  of  overuse  injuries. 

This  report  evaluates  the  F-scan  system  (Tekscan,  Inc.,  Boston,  MA)  as  a  possible 
replacement  for  the  force  platform  outside  of  the  laboratory  (Figure  1).  F-scan  is  an  in-shoe 
sensor  that  measures  plantar  pressure  distribution  using  a  thin  disposable  sheet  composed 
of  an  array  of  pressure  sensing  elements  or  senseis.  Patented  ink  within  each  sensei 
changes  electrical  resistance  with  load  and  a  PC-based  hardware  and  software  package 
(currently  at  version  4.46)  monitors  the  senseis,  using  a  calibration  scheme  to  convert  the 
electrical  resistance  to  pressure  (see  The  Tekscan  Prescribed  Calibration  Method,  pg.  7). 
The  F-scan  A/D  converter  has  a  resolution  of  two  bytes  that  can  distinguish  256  levels  of 
pressure.  For  convenience,  this  “raw”  sensei  data  is  referred  to  as  TekUnits.  With  a  sensei 
area  of  25.8  mm^,  up  to  954  senseis  can  be  placed  in  a  shoe,  depending  on  foot  size.  In  addi¬ 
tion,  the  system  is  capable  of  collecting  plantar  pressure  data  up  to  169  Hz.  Modifications  to 
make  the  F-scan  system  portable  have  been  documented  in  another  report  (Sih  2001). 
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Figure  1.  The  F-scan  System  (Tekscan,  Inc.,  Boston,  MA).  F-scan  consists  of  a  pair  of  foot  sensors,  a 
PCI  A/D  converter,  and  software  (left  image).  The  right  image  is  a  close-up  of  the  sensor,  revealing  the 
layout  of  the  954  pressure  senseis.  (Source:  www.tekscan.com) 

Because  F-scan  can  only  measure  pressure,  one  of  the  first  concerns  is  the  magnitude  of 
the  error  from  its  in-shoe  location.  Converting  plantar  pressure  data  from  F-scan  to  force  is 
trivial  (pressure  x  sensei  area),  but  the  resulting  load  is  only  the  GRF  component  perpen¬ 
dicular  to  the  plantar  surface  whereas  a  force  platform  measures  three  components  of  the 
GRF  (vertical,  anterior/posterior,  and  medial/lateral).  However,  during  most  human  move¬ 
ments  such  as  walking,  the  foot  is  flat  against  the  ground  during  the  majority  of  the  load 
bearing  phase,  thus  the  plantar  surface  GRF  closely  mimics  the  vertical  GRF  commonly 
collected  from  a  force  platform  (Figure  2).  Because  the  vertical  GRF  is  the  dominant  compo¬ 
nent  (typically  4-5  times  greater  than  the  anterior/posterior  and  medial/lateral  GRF’s),  a 
significant  portion  of  the  total  GRF  can  be  captured  with  either  the  vertical  or  F-scan 
derived  plantar  surface  component. 


Figure  2.  Comparison  of  the  three  ground  reaction  force  components  (GRF’s)  for  walking  measured 
from  a  force  platform  to  the  component  plantar  to  the  foot.  Because  the  angle  of  the  foot  to  the  ground 
is  small  for  most  of  stance,  the  difference  between  the  vertical  GRF  and  the  plantar  GRF  is  minimal. 

In  a  recent  study  on  the  biomechanical  differences  between  12  boots  (Harman  et  al),  in¬ 
lab  GRF’s  were  collected  from  both  a  force  platform  and  an  F-scan  sensor,  allowing  a 


comparison  between  the  two  methods.  Although  the  F-scan  calibration  procedure  was 
undocumented,  it  is  clear  that  the  results  from  the  F-scan  system  were  inconsistent.  A 
sample  of  20  trials  shows  an  average  error  of  37±29%  at  3  selected  points  diudng  the  walk¬ 
ing  cycle  (Table  1).  The  magnitude  and  variability  of  the  error  may  be  too  large  for  studies 
involving  calculating  the  loads  on  the  body  such  as  bone  stress  for  overuse  injuries.  For 
example,  the  error  in  vertical  GRF  from  a  single  trial  of  the  boot  study  would  propagate 
through  an  inverse  dynamics  calculation,  resulting  in  the  same  error  magnitude  in 
compressive  force  at  the  ankle  (Figure  3).  The  results  of  the  boot  study  show  that  while  the 
F-scan  system  is  capable,  its  overall  accuracy  needs  to  be  improved  before  it  can  be  an  effec¬ 
tive  option  for  replacing  the  force  platform. 

Table  1.  Mean  ±  so  error  (i.e.  difference)  in  the  calibrated  F-scan  sensor  output  compared  to  a  force 
platform  for  a  sample  of  twenty  trials  from  a  military  boot  study  (Harman  et  al.). 

Max  Force  Min  Force  Max  Force 

Early  Stance  Mid  Stance  Late  Stance 

_ N/  % _ N/  % _ N  /  % _ 

Walking  -314i230  /  -36%i26  -159 ±149  /  -37% ±34  -332 ±236  /  -39% ±29 


Ground  Reaction  Force 
Actual  Load  (Force  Platform)  v$.  F-Scan 


Ankle  Compressive  Force 
Actual  Load  (Force  Platform)  vs.  F>Scan 


Figure  3.  An  example  of  how  errors  in  the  vertical  GRF  can  affect  results.  Differences  between  the 
actual  and  the  F-scan  predicted  load  propagate  through  an  inverse  dynamics  calculation  to  the 
compressive  forces  at  the  ankle. 

The  purpose  of  this  study  was  to  characterize  F-scan  as  a  total  load  sensor,  suggesting 
ways  to  improve  the  current  accuracy  of  the  sensor,  with  the  eventual  goal  of  allowing  it  to 
replace  the  force  platform  in  non-laboratory  situations.  To  address  this,  the  project  focused 
on  three  areas:  (1)  critiquing  of  Tekscan’s  recommended  calibration  method  of  the  F-scan 
system,  (2)  characterizing  the  F-scan  sensor  and  improving  on  Tekscan’s  calibration,  and 
(3)  monitoring  changes  in  the  system  with  continued  use.  This  is  preceded  by  a  brief  litera¬ 
ture  review. 
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Literature  Review 


F-scan  is  gaining  in  popularity  to  assess  plantar  pressure  distribution  in  diabetics  and 
orthotic  design  (Saltzman  et  al.  1992;  Novick  et  al.  1993;  Albert  and  Rinole  1994;  Mueller  et  al. 
1994),  but  there  have  been  relatively  few  studies  characterizing  the  F-scan  system.  The  fol¬ 
lowing  review  briefly  describes  some  of  the  F-scan  characteristics  reported  in  the  literature. 

Although  the  sensei  response  is  approximately  linear,  studies  have  foimd  that  the  total 
load  reported  by  the  senseis  can  vary  by  as  much  as  20%  when  compared  to  a  force  plate 
(Bauman  et  al.  1992;  Mueller  et  al.  1994;  McPoil  et  al.  1995;  Woodbum  and  Helliwell  1996; 
Luo  et  al.  1998;  Sumiya  et  al.  1998).  A  large  portion  of  this  variability  can  be  attributed  to  F- 
scan’s  sensitivity  to  loading  conditions.  This  includes  soft  surfaces  and  high  loading  rates, 
which  have  been  found  to  reduce  individual  sensei  output  up  to  62%  even  vmder  controlled 
mechanical  loading  conditions  (Luo  et  al.  1998;  Sumiya  et  al.  1998).  In  addition,  creep  has 
been  observed,  making  a  static  cahbration  difficult  and  the  senseis  were  found  to  be  tem¬ 
perature  sensitive,  especially  at  temperatures  greater  than  30°  C  (Luo  et  al.  1998;  Sumiya  et 
al.  1998). 

During  normal  walking,  Sumiya  et  al.  (1998)  found  the  total  load  predicted  by  F-scan 
compared  favorably  with  force  platform  values  during  the  first  part  of  stance  (93  to  101%  of 
force  plate  values)  but  disagreed  during  the  second  half  (14  to  17%  reduction  in  predicted 
load).  The  study  also  found  a  delayed  loading  response  (11  to  17%  of  total  stance  time).  It 
should  also  be  noted  that  the  sensei  pressure  remge  is  approximately  300-3000  kPa  and 
appears  to  be  more  accurate  at  higher  loads  (Ahroni  et  al.  1998;  Luo  et  al.  1998;  Sumiya  et  al. 
1998).  However,  pressures  during  normal  walking  are  usually  less  than  120  kPa  and  some 
of  the  error  could  be  caused  by  the  sensor  response  in  this  low-pressure  range.  Because  of 
these  sensei  characteristics,  most  studies  recommend  calibrating  imder  the  same  tempera¬ 
ture  and  loading  conditions  and  conclude  that  F-scan  is  only  reliable  as  a  tool  for  comparing 
relative  plantar  distributions,  as  opposed  to  measuring  absolute  pressure  values  (Luo  et  al. 
1998;  Sumiya  et  al.  1998). 

These  studies  suggest  that  while  F-scan  is  capable  of  a  linear  response,  the  senseis 
exhibit  creep  and  both  a  d3mamic  and  temperature  response  consistent  with  a  viscoelastic 
material.  However,  no  studies  have  attempted  to  use  a  viscoelastic  model  to  further 
increase  the  accuracy  of  the  F-scan  system.  In  addition,  the  wide  range  of  errors  reported 
suggest  that  calibration  of  the  senseis  is  difficult  and  depends  on  the  loading  conditions. 
Thus,  a  reduction  in  F-scan  error  can  also  be  made  by  improving  the  calibration  procedure. 
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Examination  of  the  F-scan  Calibration  Procedure  and 

Sensor  Output 


The  purpose  of  this  experiment  was  to  examine  a  typical  F-scan  calibration  and  sensor 
output,  determine  sources  of  error  and  establish  a  baseline  with  which  to  determine 
whether  any  improvements  in  the  calibration/sensor  output  can  be  made.  In  addition,  the 
repeatability  of  F-scan  was  investigated. 

Methods 

The  Tekscan  Prescribed  Calibration  Method 

As  prescribed  by  Tekscan,  after  conditioning  the  sensors  (about  20  steps)  to  break-in  a 
new  sensor  and  to  equilibrate  the  temperature  with  the  foot  and  shoe,  a  two-step  process 
for  proper  calibration  was  performed:  an  equilibration  and  a  calibration  step.  Because  each 
sensei  is  unique  and  may  respond  differently,  an  air  bladder  applied  a  uniform  pressure 
across  the  entire  sensor  and  each  individual  sensei  was  adjusted  via  Tekscan’s  software  (i.e. 
equilibrated)  to  compensate  for  differences  in  outputs.  While  this  may  be  important  for 
pressure  differences,  in  a  preliminary  study  oxir  results  indicated  that  this  correction  is 
negligible  for  total  load  because  the  effect  is  averaged  across  a  large  number  of  senseis. 

After  equilibrating  the  sensor,  the  second  part  of  Tekscan’s  calibration  procedure 
involved  loading  the  sensor  with  a  known  weight,  usually  body  mass  applied  by  standing  on 
the  sensor.  Note  that  Tekscan  recommends  calibrating  in  the  same  manner  in  which  it  is 
being  used.  However,  for  d5mamic  measurements  like  walking,  the  load  varies  with  time, 
making  it  impossible  to  calibrate  “in  the  same  manner”  using  their  software  and  only  a 
standing  body  weight  was  applied. 

Experimental  Methods 

To  assess  the  accuracy  of  the  calibration  method,  two  protocols  were  used.  First, 
because  the  literature  review  indicated  the  sensor  exhibits  creep,  a  calibration  was  per¬ 
formed  after  1-sec,  10-sec,  and  60-sec  of  standing.  After  each  calibration,  four  slow  walking 
trials  were  collected.  Second,  using  the  10-second  calibration,  four  trials  of  slow  walking, 
fast  walking,  and  running  were  collected  to  see  the  influence  of  the  calibration  on  different 
speeds.  All  trials  were  collected  at  150  Hz  for  three  seconds.  Peak  values  at  both  the  begin¬ 
ning  and  the  end  of  stance  as  well  as  the  minimum  value  during  mid-stance  were  recorded. 
A  force  platform,  synchronized  and  collecting  at  the  same  rate  as  the  F-scan  system,  col¬ 
lected  vertical  GRF’s  for  comparison. 
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It  was  assumed  that  the  force  platform  values  were  correct  and  the  difference  between 
the  F-scan  sensor  and  the  vertical  component  of  the  force  platform  GRF  represented  the 
error  in  the  sensor.  Both  the  absolute  force  (N)  and  percent  difference  (%)  were  calculated 
and  the  mean  and  standard  deviation  for  each  set  of  trials  was  reported. 

The  subject  (male,  33  years,  67.7  kg)  wore  size  10.5  (US)  casual  dress  shoes. 

Results 

Table  2.  Mean  ±  SD  error  (I.e.  difference)  in  the  calibrated  F>scan  sensor  output  compared  to  a  force 
platform  at  key  points  during  gait.  Increasing  the  time  the  sensor  was  loaded  before  calibrating  re¬ 
sulted  in  greater  errors  in  subsequent  walking  trials.  The  sensor  always  underestimated  the  load  but 
the  iow  standard  deviation  between  trials  shows  the  repeatability  of  the  sensor  output.  Increasing  gait 
speed  also  increased  errors. 

Max  Force  MnForce  Max  Force 

EarlyStanoe  MkJStance  LateStance 

Scwm/k-  N/%  N/ %  N/ % 

Time  before  calibration _ 

1sec  -215146  / -27%i4  -109dl5  / -15%i2  -57i8  / 

lOsec  -297111  /  -37%ii  -209iio  /  -30%ii  -134i5  /  -27%ii 

60sec  -32419  /  -43%io  -^i6  /  -36%il  -176il3  /  -36%il 

GaitSfieed 

SIcwWalk  -271 19  /  -34%ii  -133ii9  /  -29%i4  -i00i25  /  -14%i3 

FastWalk  -384i2i  /  -44%ii  -142il8  /  -42%i4  -212ill  /  -26%i2 

Run  -736185  /  42%ii 

In  all  trials,  the  Tekscan  calibration  resulted  in  F-scan  underestimating  the  total  load 
compared  to  the  force  platform,  sometimes  by  as  much  as  44%  (Table  2).  However,  the  stan¬ 
dard  deviation  for  each  protocol  was  low  (usually  less  than  2%),  showing  the  repeatability  of 
the  sensor  output  across  different  trials.  Because  of  creep,  longer  times  before  calibrating 
resulted  in  higher  TekUnit  values  being  associated  with  the  calibration  load.  This,  in  turn, 
caused  F-scan  to  underestimate  the  total  load  during  walking  (Table  2).  For  a  664  N  (67.7 
kg)  subject,  a  1-minute  calibration  increased  the  error  for  the  points  tested  an  average  of 
125  N,  or  19%  of  body  mass  compared  to  a  1-second  calibration.  In  addition,  the  sensor  out¬ 
put  error  varied  for  all  gait  speeds,  with  a  better  fit  towards  the  end  of  stance  (Figure  4). 
However,  faster  speeds  (both  walking  and  nmning)  resulted  in  an  increase  in  error  (Table 
2). 
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Slow  Walk 


Fast  Walk 


Run 


F-Scan  ■  Fbroa  Platform 


Figure  4.  Three  representative  triais  comparing  the  in-shoe  F-scan  to  the  force  platform  force  for  three 
different  gait  speeds.  Note  that  the  F-scan  output  comes  closer  in  agreement  with  the  force  platform 
force  at  the  end  of  stance  (nonlinear  response)  and  that  some  of  the  higher  frequency  peaks  found  in 
running  have  been  attenuated.  All  speeds  were  tested  using  the  same  10-second  calibration. 

Discussion 

The  calibration  procedure  prescribed  by  Tekscan  assumes  the  sensor  output  follows  a 
simple  linear  or  spring-type  model  with  a  single  coefficient  to  convert  all  sensei  output  to 
load  or  pressure.  Calibration  is  basically  a  two-point  calibration  with  the  known  load  and 
measured  TekUnits  comprising  one  point  and  zero  load/zero  TekUnits  comprising  the  sec¬ 
ond  point.  These  two  points  are  then  used  to  generate  the  equation  of  a  line,  whose  slope  is 
the  coefficient  to  convert  TekUnits  to  pressure  and  load.  Also,  since  the  known  load  is  ap¬ 
plied  unevenly  (i.e.  by  the  foot),  only  the  total  sum  of  all  sensei  TekUnits  can  be  compared 
to  the  known  load,  meaning  only  a  single  coefficient  is  derived  for  all  senseis. 


The  errors  observed  in  this  study  were  larger  than  those  reported  in  literature  (e.g.  Luo 
et  al.  1998;  Sumiya  et  al.  1998)  but  were  similar  to  the  boot  study  (Table  1).  They  also  de¬ 
pended  on  the  amount  of  time  calibrated,  and  the  type  of  movement  analyzed.  It  is  unclear 
how  most  of  the  previous  studies  were  able  to  consistently  reduce  the  error  in  the  F-scan 
output  to  less  than  20%  using  Tekscan’s  prescribed  calibration  method.  However,  the  over¬ 
all  “shape”  of  the  sensor  output  was  similar  to  the  actual  load  and  the  low  variability  sug¬ 
gests  that  if  F-scan  can  be  calibrated  correctly  for  the  given  conditions,  the  resulting  load 
measurements  will  not  only  be  accurate,  but  highly  repeatable.  Note  that  at  higher  gait 
speeds  such  as  running,  the  slow  response  time  of  the  sensor  caused  some  higher  frequency 
peaks  to  be  missed,  which  may  be  important  for  some  experiments. 


Differences  in  the  results  because  of  differences  in  the  calibration  time  can  be  explained 
by  sensei  creep  (Figure  5).  As  a  constant  load  is  applied  to  a  sensor  (such  as  body  mass), 
each  sensei  records  a  higher  output  with  time.  This  effectively  causes  the  calibration  to 
underestimate  the  appropriate  coefficient.  Note  that  consistently  performing  a  1-second 
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calibration  (smallest  error)  is  difficult.  It  is  an  unreasonable  amount  of  time  for  a  subject  to 
suddenly  load  the  sensor  without  causing  fluctuations. 


TekUnits 

Figure  5.  The  effect  of  creep  on  the  F-scan  calibration.  Because  sensei  output  increases  without  a 
corresponding  increase  in  load,  a  delay  in  calibration  causes  an  underestimation  of  the  slope  or  cali¬ 
bration  coefficient. 

These  results  also  showed  that  the  sensor  behaves  in  a  nonlinear  creep-like  manner, 
with  a  greater  output  during  the  later  part  of  stance,  even  during  short  loading  periods 
such  as  walking.  Initially,  it  may  appear  that  the  shoe  is  “absorbing”  some  of  the  load 
during  heel  strike,  thereby  reducing  the  amount  of  load  measured  by  F-scan.  However,  a 
free-body  diagram  of  the  shoe  sole  when  the  shoe  is  in  contact  with  the  ground  (Figure  6) 
reveals  that  the  load  on  the  F-scan  side  be  equivalent  to  the  load  on  the  force  platform  side 
because  acceleration  is  minimal.  Thus,  the  difference  in  F-scan  output  cannot  be  attributed 
to  the  shock  attenuation  properties  of  the  shoe.  (Any  attenuation  by  the  shoe  would  also  re¬ 
duce  the  external  forces  measured  by  the  force  platform.)  Instead,  the  results  suggest  that 
the  sensor  is  unable  to  accurately  measxire  the  load  using  the  current  calibration  method. 
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For  the  Shoe  Sole: 


Figure  6.  A  free-body  diagram  of  the  shoe  sole  indicates  that  when  the  shoe  is  in  contact  with  the 
ground  and  the  acceleration  of  the  sole  Is  zero,  the  force  measured  by  the  force  platform  and  the  F- 
scan  sensor  are  the  same.  Therefore,  the  nonlinear  difference  between  the  force  platform  and  the 
sensor  is  due  to  a  change  in  the  properties  of  the  sensor. 


Conclusions 


1.  Errors  greater  that  20%  are  possible,  even  when  following  the  prescribed  calibration 
procedure. 

2.  Sensor  output  is  repeatable  from  trial  to  trial. 

3.  Sensei  creep  leads  to  an  underestimation  of  the  calibration  coefficient. 

4.  The  sensor  output  is  nonlinear,  exhibiting  creep-like  behavior. 


11 


12 


Modeling  the  F-scan  Sensei  Behavior 


The  results  from  the  previous  experiment  indicate  that  a  more  detailed  analysis  of  the 
in-shoe  F-scan  response  is  needed.  However,  it  is  unclear  whether  the  observed  responses 
were  a  result  of  the  sensor  or  changes  in  the  sensor  because  of  the  shoe  environment. 
Therefore,  the  set  of  experiments  in  this  section  were  designed  to  characterize  the  F-scan 
system  in  an  isolated  state  without  the  shoe. 

The  most  advantageous  method  to  evaluate  F-scan  is  to  develop  a  viscoelastic  model, 
relating  the  output  from  F-scan  and  the  load  applied,  because  this  type  of  model  has  the 
capability  of  predicting  a  response  to  a  wide  range  of  loading  conditions.  Comparisons 
between  the  model’s  predicted  load  and  the  actual  load  indicate  the  error  associated  with 
the  models  as  well  as  the  level  of  improvement.  To  determine  the  most  appropriate  model, 
F-scan  output  was  analyzed  under  a  minimal  set  of  variations  (a  single  subject  and  shoe, 
primarily  walking).  It  is  assumed  that  additional  subjects,  shoes,  and  modes  of  gait  can  be 
analyzed  to  further  refine  the  model  in  a  later  study. 

Methods 

Viscoelastic  Models 

While  the  F-scan  output  is  a  direct  measure  of  the  “sensei  electrical  resistance,”  it  is 
assumed  that  this  value  is  a  reflection  of  the  microscope  changes  in  the  distance  between 
the  two  load-bearing  sides  of  a  sensei.  Therefore,  how  this  distance  changes  with  load  is  the 
sensei  response  and  because  this  change  is  dependent  on  the  physical  properties  of  the 
sensei,  it  can  be  modeled  with  a  system  of  springs  and  dashpots.  This  enables  one  to  derive 
an  equation  of  motion,  which  predicts  the  sensor  response  to  any  load.  For  these  initial 
experiments,  a  linear  system  was  chosen,  with  a  single  coefficient  characterizing  the  be¬ 
havior  of  each  spring  and/or  dashpot. 

Two  models  were  considered;  a  linear  spring  and  a  standard  linear  solid  (SLS).  The  lin¬ 
ear  spring  utilizes  a  single  coefficient  (load  =  kx  distance;  Figure  7A)  and  is  identical  to  the 
coefficient  of  Tekscan’s  calibration  procedure  but  will  be  chosen  to  minimize  errors.  The 
SLS  is  a  spring  and  dashpot  in  peirallel  connected  in  series  to  another  spring,  requiring 
three  coefficients  to  characterize  the  model  (Figure  IB).  This  model  was  chosen  because  it 
exhibits  both  a  spring  and  creep  response  yet  still  returns  to  its  original  resting  state  after 
the  load  is  removed.  (A  simpler  creep  model  that  does  not  return  to  zero  under  no  load  is 
clearly  incorrect.)  Derivation  of  the  equation  of  motion  for  the  model  can  be  found  in 
Appendix  A:  Standard  Linear  Solid. 
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Figure  7.  The  two  models  considered  for  the  F-scan  system:  (A)  simple  linear  spring  and  (B)  standard 
linear  solid.  The  standard  linear  solid  (SLS)  exhibits  creep,  a  known  property  of  the  F-scan  system. 

Experimental  Methods 

The  F-scan  sensor  was  taped  to  a  force  platform  and  a  subject  (male,  33  years,  67.7  kg) 
slowly  walked  barefoot  across  the  sensor/force  platform.  Force  platform  data  (N)  and  F-scan 
data  (TekUnits)  was  collected  at  150  Hz  for  three  seconds  and  repeated  four  times.  Peak 
values  at  both  the  beginning  and  the  end  of  stance  as  well  as  the  minimum  value  during 
mid-stance  were  recorded.  Other  modes  of  gait  were  not  studied  because  of  the  difficulty  in 
placing  the  foot  on  the  sensor  during  testing. 

Using  each  model’s  equation  of  motion,  the  predicted  load  was  calculated  from  the 
model  coefficients  and  the  sensor  outputs.  This  was  compared  to  the  force  platform  load 
{actual  load)  for  each  trial  and  the  model  coefficients  were  adjusted  to  minimize  the  root- 
mean-square  error  (rms)  between  the  predicted  and  actual  load  in  time.  The  model  coeffi¬ 
cients  from  four  calibration  data  trials  were  averaged  and  applied  to  another  set  of  four 
independent  data  trials  to  test  the  repeatability  of  the  coefficients. 

Results 

The  mean  spring  model  coefficient  was  0.15+0.00  N/TekUnit  and  the  SLS  coefficients 
were  0.20±0.01  N/TekUnit,  0.57±0.04  N/TekUnit,  and  0.02±0.01  N-sec/TekUnit  for  k^,  k^, 
and  c,  respectively  (Table  3).  The  results  were  highly  repeatable  as  shown  by  the  low  stan¬ 
dard  deviations.  Interestingly,  if  the  dashpot  of  the  SLS  model  is  small  (e.g.  when  the  sen¬ 
sor  is  loaded  but  the  displacement  is  not  changing),  the  resultant  coefficient  of  the  two 
springs  is  0.15  N/TekUnit,  a  value  very  similar  to  the  spring  model  coefficient. 
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Table  3.  The  viscoelastic  modei  coefficients  from  the  four  calibration  trials  used  to  determine  the  mean 
coefficient  vaiues.  Coefficients  were  derived  for  each  trial  by  minimizing  the  root-mean-square  (rms) 
error  between  the  actual  and  the  predicted  modei  loads. 

Experiment  #1  Spring  Standard  Linear  Soiid 


k 

rms 

k2 

C 

rms 

Nn'ekUnit 

N 

NTekUnit 

rOTekUnit 

N-sec/TekUnit 

N 

Triala 

0.15 

47.68 

0.20 

0.57 

0.02 

41.70 

Trial  b 

0.14 

49.75 

0.20 

0.02 

38.69 

Trial  c 

0.15 

50.62 

0.18 

0.58 

0.03 

42.16 

Trial  d 

0.15 

45.19 

0.20 

0.60 

0.02 

36.73 

mean 

0.15 

48.31 

0.20 

0.57 

0.02 

39.82 

sd 

0.00 

2.42 

0.01 

0.04 

0.01 

2.57 

Comparing  the  predicted  eind  actual  load,  both  the  spring  and  SLS  model  were  able  to 
convert  the  F-scan  output  to  load  with  reasonable  accuracy  (Table  4,  Experiment  #1)  with 
most  error  occurring  during  mid-stance  (~8%  error).  Using  both  models  (with  their  mean 
coefficients)  on  the  independent  set  of  data  resulted  in  slightly  greater  errors  on  average 
(6.2%  versus  4.5%  for  the  values  measured).  However,  from  the  data  (Table  4,  Experiment 
#2)  it  is  apparent  that  the  SLS  model’s  accuracy  has  decreased  more  than  the  spring 
model’s.  Again,  most  error  occurred  during  mid-stance.  Overall,  however,  both  models  ap¬ 
peared  to  follow  the  actual  load  closely  (Figure  8). 


Table  4.  Using  the  mean  coefficient  values  from  Table  3,  the  error  in  the  model  predictions  were  com- 


pared  to  the  actual  load  during  slow  walking  with  the  F-scan  sensor  taped  to  the  force  piatform.  Be¬ 
cause  the  coefficients  were  derived  from  Experiment  #1  (calibration  data),  there  were  smaller  errors 
seen  in  this  data  set.  Using  the  coefficients  on  the  independent  set  of  data  (Experiment  #2)  results  in 
slightly  more  error  and  variability,  mainly  for  the  SLS  model. 

Experiment  #1 

Max  Force 

Early  Stance 

N/  % 

Min  Force 

Mid  Stance 

N/  % 

Max  Force 

Late  Stance 

N/  % 

Spring 

Standard  Linear  Solid 

-32 120  /  -5%  ±3 
-184  9  /  -3%  11 

43.2518  /  8%  11 
35.517  /  7%  11 

-13.7517  /  -2%  11 

-12.2516  /  -2%  11 

Experiment  #2 

Spring 

Standard  Linear  Solid 

-29i31  /  -4%  15 

27 152  /  4%  18 

45i29  /  8%i5 

76 149  /  14%  19 

25 148  /  4%  17 

18120  /  3%  13 
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Exp  #1a 

Deriving  Mean  Coeficients  by 
Minimizing  the  RMS 


Exp#1a  Exp#2a 

Using  Mean  Coeficent  Values  Using  Mean  Coeficent  Values 


Figure  8.  Three  representative  trials  comparing  the  spring  and  SLS  predicted  loads  to  the  actual  loads 
during  slow  walking  with  the  F-scan  sensor  taped  to  the  force  platform.  The  left  graph  shows  a  single 
calibration  trial’s  spring  and  SLS  output  whose  coefficients  had  been  chosen  to  minimize  the  error  with 
the  actual  load.  Four  of  calibration  trials  were  collected.  The  middle  graph  shows  the  output  from  the 
same  trial  using  the  mean  coefficient  values  from  the  calibration  trials.  The  right  graph  shows  the  out¬ 
put  from  an  independent  trial  using  the  mean  coefficient  values.  These  plots  demonstrate  the  consis¬ 
tency  of  the  models  for  a  given  subject  and  walking  speed. 

Discussion 

Looking  at  the  overall  shape  and  error,  both  the  spring  and  SLS  model  were  able  to  rea¬ 
sonably  recreate  the  actual  load  from  the  F-scan  data  when  the  sensor  is  taped  to  the  force 
platform.  Compared  to  the  SLS  model,  the  spring  model  had  slightly  higher  errors  when 
the  mean  coefficients  were  reapplied  to  the  calibration  data  but  the  error  did  not  increase 
appreciably  when  applied  to  the  independent  data.  Also,  because  the  spring  coefficients  of 
both  models  result  in  a  similar  response  at  low  loading  rates,  it  is  apparent  that  the  dash- 
pot  of  the  SLS  model  had  the  largest  effect  during  the  initial  part  of  stance  when  rates  were 
high  (Figure  8).  However,  the  dashpot  also  appeared  to  increase  errors  in  the  independent 
data  suggesting  that  it  is  more  sensitive  to  subtle  differences  in  loading  conditions  than  the 
spring  model.  This  indicates  that  while  the  SLS  model  is  capable  of  recreating  the  actual 
load,  the  true  nature  of  the  F-scan  sensei  is  not  accurately  portrayed  by  the  SLS  model.  It  is 
doubtful  whether  this  model  would  function  well  under  these  experimental  conditions  with 
a  wide  range  of  loads. 

Mid-stance  had  the  greatest  error  indicating  that  neither  model  was  capable  of  repro¬ 
ducing  the  partial  unloading  phase  of  gait  particularly  well.  Looking  closer  at  this  region  of 
the  data,  it  is  apparent  that  the  number  of  TekUnits  for  the  actual  load  is  too  low  for  either 
model,  suggesting  that  the  F-scan  behavior  is  different  during  unloading.  However,  the 
overall  result  of  both  models  is  reasonable  and  a  more  complex  model  designed  to  capture 
this  part  of  gait  was  not  attempted. 
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The  results  indicate  that  while  the  SLS  model  is  able  to  more  closely  match  the  calibra¬ 
tion  data,  this  model  is  more  sensitive  and  does  not  appear  to  be  as  reliable.  Thus,  the 
spring  model  appears  to  be  the  most  appropriate  model  for  an  isolated  F-scan  sensor. 
Although  this  is  the  same  model  utilized  by  Tekscan,  because  the  force  platform  calibrates 
the  sensor  during  walking  (as  opposed  to  just  standing  on  the  sensor),  the  results  closely 
matched  an  actual  walking  trial.  Note  that  the  in-shoe  results  presented  earlier  (Figure  4) 
indicate  that  the  spring  model  will  have  to  be  modified  with  additional  nonlinear  terms  in 
order  to  predict  the  sensor  response  in  the  shoe  environment. 

Conclusions 

1.  Both  the  spring  and  SLS  model  were  able  to  reasonably  recreate  the  actual  load 
from  the  F-scan  data  when  the  sensor  was  isolated  (i.e.  taped  to  the  force  platform 
and  not  in  a  shoe).  Errors  less  than  10%  were  seen. 

2.  The  dashpot  of  the  SLS  model  improved  the  model  response  during  rapid  loading 
but  contributed  to  more  errors  and  vEuiability  during  the  rest  of  stance. 

3.  Lower  than  expected  TekUnits  during  mid-stance  caused  the  partial  vmloading 
phase  to  have  the  largest  errors.  Neither  model  was  able  to  adjust  for  these  errors. 

4.  The  sensitivity  of  the  SLS  model  suggests  that  the  spring  model  is  more  robust  and 
the  appropriate  model  for  these  experimental  conditions. 
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Adapting  the  Model  for  In-Shoe  Sensing 


While  the  previous  experiment  highlighted  the  spring  model  as  the  best  model  for  an 
isolated  F-scan  sensor,  it  is  clear  from  the  preliminary  in-shoe  results  (Figure  4)  that  in  a 
different  environment  the  sensor  also  behaves  in  a  nonlinear  manner.  The  most  likely 
cause  for  the  nonlinear  behavior  is  surface  hardness  of  the  shoe  insole.  Unlike  the  isolated 
or  out-of-shoe  sensor  testing,  the  foot  is  applying  a  non-uniform  load  to  a  shaped,  pliable 
insole  surface,  deforming  the  sensor  unevenly.  Although  the  overall  load  is  still  directly 
comparable  to  the  external  force  platform  load  (Figure  6),  these  deformations  are  somehow 
changing  the  characteristics  of  the  F-scan  sensor. 

To  account  for  these  changes,  two  sets  of  experiments  were  performed.  One  set  assumed 
that  the  spring  model  derived  from  the  isolated  testing  could  be  directly  adapted  using 
three  empirical  modifications:  a  gradient-dependent  spring  coefficient,  a  derivative- 
dependent  spring  coefficient,  and  a  standard  linear  model  (SLS)  with  a  fixed  spring  coeffi¬ 
cient.  The  unmodified  spring  coefficient  for  all  the  models  was  chosen  to  be  0.15  N/TekUnit, 
the  value  derived  from  the  isolated  sensor  experiments  described  previously. 

To  see  if  further  improvements  could  be  made,  a  second  experiment  reanalyzed  the  sen¬ 
sor  using  the  same  methods  as  the  out-of-shoe  tests  (a  spring  and  SLS  model),  deriving  a 
new  set  of  coefficients  not  based  on  the  isolated  sensor  tests.  The  purpose  was  to  investigate 
how  the  spring  coefficient  changes  with  gait  speed  and  to  see  if  a  single  SLS  model,  which 
may  be  effective  because  of  its  viscoelastic  nature,  could  be  used  for  different  gait  speeds. 

Because  the  purpose  of  these  models  is  to  increase  the  accuracy  of  the  F-scan  system 
during  different  modes  of  gait,  three  gait  speeds  were  tested:  slow  walking,  fast  walking, 
and  running.  As  before,  comparisons  between  a  model’s  predicted  load  and  the  actual  load 
indicate  the  error.  In  addition,  because  these  new  models  are  based  on  a  sensor’s  response 
in  a  specific  shoe  environment,  it  is  assumed  that  each  new  shoe  and  subject  will  have  to  be 
tested  prior  to  use. 

Methods 

Empirical  Models 

For  the  gradient-  and  derivative-dependent  models,  the  spring  coefficient  was  modified 
as  follows.  From  the  previously  described  equation  for  a  spring,  the  total  load  is  the  product 
of  the  output  of  all  senseis  and  the  spring  coefficient  (k). 
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Total  Load  =  TekUnit,-  ,  where  i  represents  an  individual  sensei. 

The  modification  for  the  new  set  of  experiments  assumed  that  another  term  based  on 
the  spring  coefficient  could  describe  the  changes  to  the  sensei  output: 

Total  Load  =  ^ (A  Tekllnlt,  +a- A,-  A  TekUnit,  ) 

where 

A;  =  the  absolute  gradient  or  derivative  at  sensei  i 

a  =  model  coefficient. 

For  the  gradient-dependent  model,  A,  is  the  magnitude  of  the  gradient  vector  in 
TekUnits  between  an  individual  sensei  and  it’s  neighbors.  For  the  derivative-dependent 
model,  A.  is  the  change  in  sensei  TekUnits  per  time,  calculated  using  a  finite  difference 
algorithm. 

Referring  to  the  diagram  in  Appendix  A:  Standard  Linear  Solid  (Figure  15),  the  stan¬ 
dard  linear  solid  model  assumed  that  the  series  spring  (^,)  represented  the  sensor,  thus 
having  the  same  value  as  the  spring  model  coefficient,  k.  The  remaining  spring  and  dashpot 

and  c)  were  assumed  to  represent  the  material  properties  of  the  shoe. 

Experimental  Methods 

The  F-scan  sensor  was  placed  in  a  subject’s  shoe  and  an  appropriate  amount  of  time 
was  given  for  the  sensor  to  equilibrate  and  settle  in  the  shoe.  The  subject  (male,  33  years, 
67.7  kg)  walked  at  three  different  gait  speeds:  slow  walk,  fast  walk,  and  run.  Force  platform 
data  (N)  and  F-scan  data  (TekUnits)  was  collected  at  150  Hz  for  three  seconds  and  repeated 
four  times  for  each  gait  speed. 

In  the  first  set  of  experiments,  the  gradient,  derivative,  and  SLS  model’s  coefficients 
were  chosen  to  minimize  the  root-mean-square  (rms)  error  between  the  model  and  the  force 
platform  load  at  each  gait  speed.  In  all  cases,  k  (or  k^  for  the  SLS  model)  was  0.15 
N/TekUnit,  the  value  derived  from  the  previous  experiment.  To  assess  the  accuracy  of  the 
models,  the  difference  between  the  force  platform  and  the  model  output  was  calculated  at 
three  points  in  the  gait  cycle:  peak  force  during  early-stance,  minimum  force  at  mid-stance 
and  peak  force  at  the  end  of  stance.  For  running,  only  a  single  peak  force  was  recorded. 
Mean  and  standard  deviations  for  each  gait  speed  and  model  were  calculated. 
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The  second  set  of  experiments  involved  deriving  three  separate  best-fit  spring  coeffi¬ 
cients  (one  for  each  gait  speed)  as  well  as  an  average  set  of  coefficients  for  a  SLS  model 
used  at  all  gait  speeds.  This  was  accomplished  by  minimizing  the  rms  between  the  models 
and  the  force  platform.  As  before,  the  model  accuracy  was  assessed  at  specific  points  in 
early-stance,  mid-stance,  and  late-stance  using  mean  and  standard  deviation  values. 

Results 

In  general,  the  first  set  of  experiments  revealed  that  with  a  model  utilizing  a  single 
primary  spring  Ot  =  0.15  N/TekUnit),  errors  increased  with  gait  speed.  The  three  models 
that  modify  the  spring  failed  to  substantially  improve  the  results,  in  both  magnitude  and 
variability  (Table  5).  The  largest  errors  occurred  during  early-stance  (-19±6%),  followed  by 
mid-stance  (-15±8%)  and  late-stance  (5±7%). 

Table  5.  The  error  in  four  model  predictions  compared  to  the  actual  load  during  gait  at  different  speeds 
with  the  F-scan  sensor  inside  the  shoe.  Ali  models  contained  a  primary  spring  whose  value  {k  =  0.15 
N/TekUnit)  was  derived  from  out-of-shoe  testing  (Table  3).  Even  though  each  gait  speed  had  a  unique 
set  of  non-spring  coefficients  that  minimized  the  error,  only  the  gradient-dependent  model  showed  any 
improvement  over  the  spring  model.  Error  was  calculated  at  3  points  of  gait  (eariy-,  mid-,  and  late- 
stance). 

Slow  Walk  Fast  Walk  Run 


N 

1/  ' 

% 

N 

/ 

% 

N 

/ 

% 

Spring  Only  (k  =  0.15) 

-13 189 

/ 

-2%  112 

-106193 

/ 

-17%  111 

-3721151 

/ 

-21%  18 

Gradient-dependent  Spring 

-38 174 

/ 

-6%  1 16 

•49 1118 

/ 

-9%  116 

-137113 

/ 

-8%±1 

Derivative-dependent  Spring 

-20 182 

/ 

-3%  112 

-296194 

/ 

-16%  ±12 

-2961136 

/ 

-17%  17 

Standard  Linear  Solid 

-47 168 

/ 

-8%  111 

-106193 

/ 

-17%  ±11 

-381  1 132 

/ 

-22%  17 

The  gradient-dependent  model  showed  a  minor  but  noteworthy  improvement  in  accu¬ 
racy  relative  to  the  spring  model  (Table  5).  Referring  to  Figiu'e  9,  for  some  slow  walk  trials 
the  gradient-dependent  model  was  able  to  account  for  the  nonlinear  sensor  behavior  by 
reducing  the  effective  spring  coefficient  during  late-stance.  In  addition,  a  few  running  trials 
were  improved  because  the  gradient  increased  the  effective  spring  coefficient.  However,  the 
high  variability  of  the  gradient-dependent  results,  especially  at  walking  speeds,  is  a  reflec¬ 
tion  of  this  model’s  tendency  to  imderestimate  the  load  during  early-stance  and  overesti¬ 
mate  the  load  during  late-stance  (e.g.  Fast  Walk  of  Figure  9). 
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Slow  Walk 


Fast  Walk 


Run 


- Spring  . .  GradienFdependent  —  Actual  Load 


Figure  9.  Three  representative  trials  comparing  the  spring  and  gradient-dependent  predicted  loads  to 
the  actual  loads  during  three  gait  speeds  with  the  F-scan  sensor  inside  the  shoe.  Both  models  are 
unable  to  duplicate  the  force  profile  well,  especially  during  early-stance.  Note  that  large  gradients  dur¬ 
ing  late-stance  for  slow  walking  allow  the  gradient-dependent  model  to  more  closely  match  the  actual 
load  during  this  phase.  Using  a  different  gradient-dependent  coefficient,  this  model  is  also  able  to  more 
closely  match  the  actual  load  during  running. 


In  the  second  set  of  experiments,  as  speed  increased  the  best-fit  spring  coefficients 
increased  from  0.15  to  0.19  N/TekUnit,  resulting  in  smaller  errors  than  the  previously 
tested  in-shoe  models  with  the  fixed  coefficient.  Using  coefficients  of  =  0.19  N/TekUnit, 
=  0.0001  N/TekUnit,  and  c  =  0.31  N-sec/TekUnit,  the  best-fit  SLS  model  also  showed  a 
reduction  in  errors  compared  to  the  fixed  coefficient  models.  Both  of  these  trends  can  be 
seen  by  comparing  Table  6  to  Table  5.  Although  the  SLS  model  was  not  as  good  as  the  best- 
fit  spring  model,  the  errors  were  comparable  with  a  notable  improvement  by  the  SLS  model 
during  early-stance  (-4+7%  vs.  -15±2%).  However,  the  SLS  model  increased  error  during 
mid-stance  (-17+13%  vs.  -9±7%).  Overall,  both  models  are  better  equipped  to  predict  total 
load  over  a  wide  range  of  gait  speeds  than  the  fixed  coefficient  models  presented  earlier 
(Figure  10). 


Table  6.  The  error  In  two  model  predictions  compared  to  the  actual  load  during  gait  at  different  speeds 
with  the  F-scan  sensor  inside  the  shoe.  The  spring  model  used  three  different  spring  constants  chosen 
to  minimize  the  rms  for  a  given  gait  speed.  The  SLS  coefficients  were  unchanged  between  gait  speeds 
and  were  chosen  to  minimize  the  rms  for  all  gait  speeds  tested.  Error  was  calculated  at  3  points  of  gait 
(early-,  mid-,  and  late-stance). 


Slow  Walk  Fast  Walk  Run 

_ N/  % _ N/  % _ N/  % 

Spring 

(^siow  ~  0-15,  kfest  =  0.17,  k|,un  ~  0.19)  -13  ±88  /  -2%  ±12  -30±ioo  /  -6%±13  -6  ±165  /  0%±io 

Standard  Linear  Solid 

(/fi  =  0.19, 1(2  =0.0001, c  =  0.31)  27±58  /  3%±9  -47±73  /  -11%±i5  -62±170/  -3%±io 
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Slow  Walk 


Fast  Walk 


Run 


Figure  10.  The  same  three  representative  trials  as  in  Figure  9  comparing  an  optimized  spring  and  SLS 
model  to  the  actual  load.  The  spring  model  uses  coefficients  of  0.15,  0.17,  and  0.19  N/TekUnit  for  the 
slow  walk,  ffist  walk,  and  run,  respectively.  The  SLS  model  uses  coefficients  of  Ari=0.19  N/TekUnit, 
k2=0.0001  N/TekUnit,  and  c=0.31  N-sec/TekUnit.  A  detailed  description  of  the  SLS  model  can  be  found  in 
Appendix  A:  Standard  Linear  Solid. 

Discussion 

Compared  to  both  the  boot  study  data  (Table  1)  and  the  Tekscan  calibrated  results 
(Table  2),  the  fixed  spring  coefficient  models  were  clearly  an  improvement  (Table  6).  How¬ 
ever,  only  the  gradient-dependent  model  appeared  to  further  improve  the  spring  model  by 
accoimting  for  some  of  the  nonlinear  behavior  under  certain  circumstances.  Thus,  it  ap¬ 
pears  that  while  the  gradient  may  be  a  factor  in  the  sensor  behavior,  the  form  of  the  em¬ 
pirical  model  utilizing  the  gradient  is  not  exact.  Because  the  effect  of  the  gradient  seems  to 
depend  on  gait  mode  (it  reduces  the  spring  coefficient  during  walking  but  increases  the 
coefficient  during  running),  a  better  understanding  of  the  effect  is  needed  before  it  can  be 
successfully  incorporated  into  a  model. 

In  the  second  set  of  experiments,  the  best-fit  spring  coefficient  increased  with  gait 
speed,  supporting  the  results  that  a  single  spring  coefficient  is  insufficient  to  properly 
model  the  sensor.  However,  if  a  separate  coefficient  is  used  for  different  gait  speeds,  errors 
were  reduced  substantially.  Of  course,  the  nonlinear  aspect  of  the  output  cannot  be  ad¬ 
dressed  by  this  simple  spring  model. 

The  SLS  model  also  reduced  the  error  at  different  gait  speeds  substantially,  and  having 
a  single  set  of  coefficients  for  all  gait  speeds  gives  this  model  a  distinct  advantage  over  the 
spring  model.  The  robustness  of  the  SLS  model  indicates  that  it  has  captured  the  sensor 
behavior  at  least  to  first-order  and  has  the  ability  to  reasonably  reproduce  the  verti¬ 
cal/plantar  GRF  for  a  large  range  of  gait  speeds.  However,  despite  its  nonlinear  behavior, 
the  SLS  model  did  not  improve  the  accuracy  or  consistency  of  the  sensor  compared  to  a 
best-fit  spring  for  a  given  gait  speed.  Peirt  of  this  is  due  to  the  model’s  inability  to  return  to 
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a  resting  state  immediately  after  no  load  because  of  the  dashpot.  This  indicates  that  a  more 
complex  model  in  needed,  with  higher-order  springs  and  dashpots  that  are  capable  of  re¬ 
producing  the  observed  behavior.  It  should  be  noted  that  the  equations  of  motion  of  more 
detailed  models  are  often  too  complex  to  derive  a  closed-form  solution  and  instead  require 
advanced  numerical  methods  to  approximate  their  behavior. 

The  results  of  this  study  also  suggest  the  direction  for  model  development.  The  primary 
spring  coefficient  (k^)  was  0.19  N/TekUnit,  the  same  value  as  the  best-fit  spring  model  for 
running.  Also,  the  second  spring  (k^)  was  small,  with  only  enough  value  to  eventually  return 
the  model  to  its  original  resting  state  with  no  load.  Thus,  the  overall  behavior  of  the 
remaining  dashpot  is  to  both  reduce  the  spring  behavior  during  slow  movements  such  as 
walking  and  to  account  for  the  nonlinear  sensor  output.  It  is  likely  that  separating  these 
two  characteristics  of  the  sensor  with  additional  dashpots  (or  a  more  complex  one)  will  fur¬ 
ther  improve  this  model.  In  addition,  the  errors  during  mid-stance  strongly  suggest  the 
sensor  behaves  differently  during  unloading  and  a  different  dashpot  coefficient  should  be 
used  during  this  time.  Also,  because  the  current  scope  of  the  study  was  limited  to  a  single 
subject/shoe  combination,  additional  model  development  and  an  increase  in  the  number  of 
testing  protocols  should  lead  to  further  improvements  in  the  F-scan  system. 

Conclusions 

1.  The  surface  conditions  inside  the  shoe  alter  the  F-scan  sensor  output. 

2.  The  sensor  may  be  sensitive  to  gradient  but  the  relationship  to  sensei  output  is 
tmclear. 

3.  The  response  of  the  sensor  changes  with  gait  speed. 

4.  Although  variability  is  high,  using  a  set  of  coefficients  derived  from  a  wide  range  of 
gait  speeds  results  in  an  SLS  model  that  can  reasonably  approximate  the  plantar 
forces  from  an  F-scan  sensor  output.  Mean  errors  were  less  than  11%. 

5.  Additional  subjects,  shoes,  and  gait  speeds  as  well  as  a  more  complex  model  will 
likely  further  improve  the  F-scan  accuracy. 
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Long  Term  Changes  in  F-Scan  Output 

Another  concern  of  the  F-scan  system  is  its  ability  to  record  GRF’s  for  an  extended  pe¬ 
riod  of  time.  While  the  previous  experiments  have  demonstrated  that  the  sensor  could  be 
successfully  calibrated  for  a  wide  range  of  gait  speeds,  for  GRF’s  to  be  easily  collected  out¬ 
side  the  laboratory,  the  sensor’s  long-term  creep  (Luo  et  al.  1998;  Sumiya  et  al.  1998)  and 
eventual  failure  from  overuse  (McPoil  et  al.  1995)  need  to  be  addressed.  Moisture  has  also 
been  known  to  accelerate  the  breakdown  of  the  sensor  (Ahroni  et  al.  1998).  It  is  clear  that 
the  longevity  of  the  sensor  is  a  complex  problem  and  the  purpose  of  this  section  is  to  exam¬ 
ine  the  long-term  changes  in  the  F-scan  sensor  in  order  to  get  a  better  understanding  of 
these  issues. 

Methods 

Because  it  was  impractical  and  premature  to  expose  the  sensor  (and  subject — ^male,  age 
33,  67.7  kg)  to  a  strictly  controlled  long-term  gait  regiment,  the  sensor  was  placed  in  the 
shoe  and  recorded  during  the  subject’s  normal  daily  activities  (office  work  with  occasional 
short  walks).  'Three  separate  sensors  were  tested  (#1,  #2  and  #3).  After  the  usual  break-in 
regiment,  each  sensor’s  output  (TekUnits)  was  collected  at  150  Hz  for  three  seconds  with 
the  subject  walking  slowly.  Force  platform  data  (N)  was  also  collected  at  the  same  time. 
Data  was  collected  at  short  intervals  (2-3  minutes  apart)  for  the  first  ten  minutes  and  in¬ 
creased  to  approximately  one  collection  every  hour.  Sensors  were  worn  for  three  to  five 
hours. 

Using  the  methods  described  previously,  a  standard  linear  solid  model  (SLS)  was  fit  to 
the  first  walking  trial  of  each  sensor  (time  =  0:00)  and  used  to  calculate  the  predicted  load 
for  each  subsequent  trial.  Key  values  at  early-stance,  mid-stance,  and  late-stance  were 
compared  to  the  force  platform.  Mean  and  standard  deviations  as  a  percentage  of  the  force 
platform  load  for  each  trial  was  collected. 

Results 

In  general,  the  structures  maintaining  the  gap  between  the  two  sixrfaces  of  an  F-scan 
sensor  collapsed  with  overuse,  causing  the  surfaces  to  maintain  contact  continuously.  Mois¬ 
ture,  entering  firom  the  exposed  edges  of  the  sensor  because  it  was  trimmed  to  fit  in  the 
shoe,  appeared  to  exasperate  the  problem,  causing  the  sensor  surfaces  to  stick  together 
more  easily.  This  resulted  in  a  sensor  whose  output  failed  to  return  to  zero  tmder  no  load. 
This  occurred  mainly  in  the  heel  portion  of  the  sensor,  where  the  load  was  distributed  over 
a  smaller  area  (higher  pressures)  than  when  the  force  was  on  the  forefoot  (Figure  11). 
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Figure  11.  An  F-scan  sensor  with  heel  damage  from  overuse.  Because  the  integrity  of  the  sensor  has 
been  compromised,  the  load  bearing  sides  of  some  senseis  remain  in  contact,  resulting  in  an  output 
even  without  load. 

Even  though  the  stuck  surfaces  in  all  three  sensors  appeared  similar,  two  different  re¬ 
sponses  were  observed.  In  two  of  the  sensors  (#1  and  #2),  the  output  increased,  causing  the 
SLS  model  to  overestimate  the  actual  load  with  time.  In  addition,  the  zero  load  output  due 
to  collapsed  sensors  increased  to  over  half  of  the  peak  load.  This  is  most  evident  at  the  start 
of  stance  of  the  final  trial  in  Figure  13,  where  the  actual  load  is  near  zero  but  the  SLS 
model  predicts  417  N.  In  contrast,  the  output  of  Sensor  #3  changed  so  that  the  model 
underestimated  the  actual  load  by  26%  after  three  minutes.  However,  the  error  stabilized 
quickly,  with  the  average  ranging  from  -20%  to  -25%  for  the  first  2.75  hours.  By  3.75  hours, 
the  error  had  only  decreasing  to  -30%  (Figure  12).  The  number  of  collapsed  senseis  was 
smaller  in  this  sensor  as  well,  resulting  in  the  model  under  predicting  the  load  by  only  45  N 
at  the  start  of  the  final  trial  (Figure  14). 


Figure  12.  Error  in  three  F-scan  sensors  during  walking  compared  to  a  force  platform  over  an  extended 
period.  Two  different  types  of  behavior  were  seen:  a  creep-like  behavior  (#1  and  #2)  and  a  loss  of  sensi¬ 
tivity  (#3). 

It  should  also  be  noted  that  the  SLS  model  of  Sensor  #3  was  able  to  duplicate  the  shape 
of  the  actual  load  more  accurately.  Comparing  Figure  13  to  Figure  14,  it  is  apparent  that 


the  SLS  model  for  Sensor  #3  only  required  an  increasing  spring  coefficient  with  time;  the 
model  preserved  the  overall  “shape”  of  the  actual  load  for  about  three  hours.  Sensors  #1  and 
#2,  on  the  other  hand,  often  exhibited  erratic  behavior  as  the  sensor  degraded. 


Time  0:00 


Time  1:06 


Time  3K)9 


Standard  Linear  Solid  Actual  Load  | 


Figure  13.  Representative  trials  from  a  long-term  test  showing  creep-like  behavior.  Note  the  irregular 
pattern  that  developed  in  the  SLS  output  as  well  as  the  large  offset  at  the  start  of  stance  as  individual 
senseis  became  defective. 


Time  0:00 


Time  0:47 
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Figure  14.  Representative  trials  from  a  long-term  test  showing  a  loss  of  sensitivity.  Note  the  behavior  of 
this  sensor  is  different,  with  the  SLS  model  approximating  the  actual  load  well  for  except  for  an  in¬ 
creasing  offeet  for  most  of  the  test.  It  is  not  until  the  end  of  the  experiment  (time  =  3:45)  that  the  SLS 
predicted  load  begins  to  resemble  the  other  two  sensors,  with  an  increased  predicted  load  occurring 
during  late-stance  compare  to  early-stance. 


Discussion 


Although  it  is  difficult  to  derive  any  specific  conclusions  from  only  three  sensors,  the 
sensor  responses  suggest  that  the  properties  of  the  material  separating  the  two  sides  of  a 
sensor  vary,  allowing  some  sensors  to  last  longer  than  others.  Sensor  #3  appeared  to  need  a 
few  more  minutes  to  stabilize  but  after  this  added  time,  the  sensor  was  functional  for  an 
extended  period  of  time.  In  this  study,  another  three  hours  were  required  before  the  output 
begun  to  resemble  the  output  from  the  first  two  sensors,  where  an  increased  predicted  load 
occurred  during  late-stance  compared  to  early-stance  (Figure  14).  (It  is  unclear  whether 
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Sensor  #3’s  response  would  have  followed  the  other  sensors  if  the  test  time  was  extended.) 
If  further  studies  confirm  that  some  sensors  are  more  “robust,”  then  it  may  be  desirable  to 
develop  a  method  to  identify  these  sensors.  In  addition,  while  Sensor  #1  and  #2  degraded 
more  quickly,  the  rate  appears  to  be  linear.  Thus,  another  option  is  to  develop  a  more 
complex  SLS  model  that  can  account  for  these  errors  over  an  extended  period.  Again,  more 
tests  will  determine  which  direction  is  more  appropriate.  This  experiment  also  revealed 
that  moisture  could  affect  sensor  longevity  and  it  may  be  necessary  to  re-seal  the  edges  of 
the  sensor  after  trimming. 

Conclusions 


1.  Sensor  longevity  is  dependent  on  maintaining  the  gap  between  the  two  surfaces  of  a 
sensei. 

2.  When  the  gap  collapses  from  overuse,  the  sensor  output  no  longer  returns  to  zero 
Tinder  no  load. 

3.  The  amount  of  time  before  the  sensor  becomes  dysfunctional  varies  from  sensor  to 
sensor. 

4.  It  may  be  able  possible  to  develop  models  and  criteria  to  account  for  the  changes  in 
the  sensor  before  breakdown  but  additional  studies  are  needed. 
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Conclusions 


Although  more  research  is  needed  to  confirm  the  results  of  this  study,  the  data  indicates 
that  with  a  few  modifications,  the  F-scan  system  is  capable  of  recording  the  plantar  GRF 
outside  the  laboratory.  It  is  clear  that  the  environment  (i.e.  shoe  and  gait  profile)  plays  an 
important  role  in  changing  the  behavior  of  the  sensor.  While  this  study  did  not  attempt  to 
explain  the  causes  of  these  changes,  the  primary  modification  recommended  is  to  revise  the 
calibration  procedure  prescribed  by  Tekscan.  Rather  than  a  “static”  calibration  where  the 
subject  stands  on  the  sensor,  the  use  of  a  force  platform  for  a  “dynamic”  calibration  in 
conjunction  with  the  standard  linear  model  yields  much  better  results  over  a  wide  range  of 
gait  speeds  (4-lOx  increase  in  accuracy).  The  reduction  in  sensor  error  from  the  boot  study 
(Harman  et  al.)  and  Tekscan  calibration  through  the  spring  and  SLS  models  highlight  the 
improvements  made  in  calibrating  F-scan  sensor  output  through  modeling  (Table  7).  How¬ 
ever,  the  SLS  model  does  not  improve  the  variability  appreciably  and  the  current  scope  of 
the  study  was  limited  to  a  single  subject/shoe/step  combination. 

Table  7.  A  summary  of  the  progression  of  the  F-scan  sensor  accuracy  due  to  model  improvements  (% 
error  relative  to  a  force  platform)  for  three  gait  speeds. 

Slow  Walk  Fast  Walk  Run 

Previous  Study  %  %  % 

Boot  Study  I  (Harman  et  al.)  —  -37%  ±29 

Current  Study 

Tekscan  Calibration  -26%  ±9  -37%  ±9  -42%  ±3 

Spring  (k  =  0.15)  -2%  ±12  -17%  ±11  -21%  ±8 

Optimized  Standard  Linear  Solid  3%  ±9  -11%  ±15  -3%±10 

Despite  the  overall  improvement  of  the  F-scan  output  because  of  the  enheinced  calibra¬ 
tion  procedure,  additional  issues  will  need  to  be  addressed  before  the  sensor  is  able  to  fully 
replace  the  force  platform.  An  obvious  area  is  further  development  of  the  SLS  model.  The 
research  from  this  study  indicates  that  a  viscoelastic  model  that  has  been  modified  to  prop¬ 
erly  reproduce  the  unloading  behavior  of  the  F-scan  system  will  further  increase  accuracy, 
especially  during  mid-stance  and  the  end  of  stance.  In  addition,  while  the  overall  creep 
behavior  of  the  sensor  can  be  characterized  by  a  linear  dashpot,  the  data  from  this  study 
clearly  indicates  a  more  complex  function  is  necessary.  Also,  the  model’s  response  to  multi¬ 
ple  steps  will  need  to  be  investigated. 

While  not  critical,  imderstanding  the  factors  affecting  longevity  of  the  sensor  will  be 
important  for  long-term  studies  such  as  overuse  injuries.  The  two  different  sensors  re¬ 
sponses  seen  in  this  report  will  have  to  be  confirmed,  but  the  preliminary  data  suggest  that 
either  response  can  be  quantified,  allowing  adjustments  to  the  F-scan  output. 
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One  issue  that  has  not  been  address  by  this  study  is  the  ability  to  reproduce  the  re¬ 
maining  GRF  components  (medial/lateral  and  anterior/posterior)  from  the  F-scan  system. 
Although  the  current  sensor  only  measures  one  component  of  load,  using  other  information 
such  as  body  weight  and  previously  collected  GRF’s,  it  may  be  possible  to  reconstruct  the 
entire  force  profile.  Other  researchers  have  identified  this  problem  and  have  begun  devel¬ 
oping  neural  networks  to  predict  the  remaining  GRF’s  from  insole  pressure  patterns 
(Savelberg  and  de  Lange  1999).  If  such  a  technique  is  successful,  reconstructing  the  entire 
GRF  profile  should  be  feasible. 
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Appendix  A:  Standard  Linear  Soiid 


The  standard  linear  solid  (SLS)  consists  of  a  spring  and  dashpot  in  parallel  connected  in 
series  to  another  spring  (Figure  15).  This  t37pe  of  model  exhibits  both  creep  (deformation  at 
a  constant  load)  and  stress  relaxation  (reduced  stress  at  a  constant  deformation). 


f  =  £l  +62 
a  =  (7x  =<Ts+<7d 
0-1  -f, 

C7s  =k2  £2 
(T^  —€£2 


Figure  15.  The  standard  linear  solid  consists  of  a  spring  and  dashpot  in  parallel  connected  in  series  to 
another  spring  (left).  Using  the  model’s  fundamental  equations  (right),  the  complete  load-displacement 
response  of  the  model  can  be  calculated. 


Assuming  that  the  load  on  both  springs  (oi,  0^)  is  linear  with  respect  to  the  spring’s  local 
displacement  (si,  Ei)  and  the  load  on  the  dashpot  is  linear  with  respect  to  the  change  in  dis¬ 
placement  or  velocity  ( £2  )>  one  can  derive  the  equations  in  Figvure  15  to  completely  describe 
the  response  of  the  model.  Combining  the  equations  and  solving  for  the  overall  load  and 
displacement  results  in  the  following  differential  equation: 


+  k2)<7  =  ck^e  +  kik2£ 


Solving  the  first-order  differential  equation  for  load  yields 


(T  =  k,€-- 


!'£e“‘'dt' 

Jo 


where 


(^1  +^2) 
c 
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This  equation  was  implemented  in  MatLab  6.0,  making  it  possible  to  calculate  the  force 
required  for  a  given  displacement  time-history  if  the  spring  and  dashpot  coefficients  are 
known. 
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